[Biophysical phenomena in the circulatory system in indirect measurement of the arterial pressure and an analysis of the devices for its measurement].
Evaluation of commercially available blood pressure meters is performed. The effect of biophysical processes occurring in blood flow on indirect measurements of blood pressure is analysed. Some conclusions are given.